On the aliasing problem in pulsed Doppler cardiac studies.
In pulsed Doppler echocardiography the maximum measurable velocity is limited due to the aliasing phenomenon. Particularly in cardiac echo studies in adults, aliasing may occur frequently. The principle of and the parameters that influence aliasing will be explained. The importance of aliasing is demonstrated in examples of tricuspid, mitral, and aortic Doppler echocardiographic studies in adults. Ways to reduce or avoid aliasing are presented.